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Identifier 1 Identifier 2 Analysis | Comment | Preparation | Method
239878 HW60 g(2210) P-38827 | 2CH 03/25/2012 | hd_9v.met
Additional Information
Infomation Gas Configuration
Peak Center found at [1993] Gas H2
Background: 1.39 mV,-1.59 mV Magnet [Steps] 980
Pressure Adjustment: Left: 9004.8 Right: 9001.5 ( Manual A{ Cups 1
Ref. Name: d 2H/1H VS. Masses 2.0
HD-5b -263.980 VSMOW H3 Factor 2.308532
0
Raw Data

Int.2 Int.3 Int.2 Int.3 rR R rd 3H2/2H2 | d d2H/1H | AT%

Sample Sample Standard | Standard | 3H2/2H2 | 3H2/2H2 [per mil] vs.| 3H2/2H2 [per mil] | 2H/1H

[mV] [mV] [mV] [mV] HD-5b [per mil] | vs. [%]

o \/QRAMAL
Pre 8995.729 | 2262.204
1 8984.330 2467.990 8987.522 | 2260.393 | 0.253958| 0.000257 100.666 -189.888 -189.888| 0.01261¢
2 8982.406 2468.494 8974.630 | 2256.879 | 0.254078 0.000257 101.072 -189.589 -189.589| 0.01262]
3 8974.265 2466.504 8960.634 | 2253.162 | 0.254124| 0.000257 101.250 -189.458 -189.458| 0.01262]
4 8966.292 2464.057 8949.272 | 2250.024 | 0.254114) 0.000252 101.194 -189.499 -189.499| 0.012624
5 8959.257 2461.879 8937.240 | 2246.985| 0.254103| 0.000257 101.096 -189.572 -189.572| 0.01262]
6 8952.449 2460.009 8924.343 | 2243.341| 0.254119) 0.000252 101.138 -189.541| -189.541| 0.012621
Evaluated Data
Mean Std.Dev. ST. Error Atom% Outlier
d 3H2/2H2 [per mil] vs. VSMC -189.591 0.153 0.063 0
d 2H/1H [per mil] vs. VSMOW, -189.591 0.153 0.063 0.012621 0
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